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Note:  Terminate any unused ECal ports with a 50 ohm load. Refer to Determining Effects of Not

Terminating Unused ECal Ports.

Note:  Do not connect any USB memory during ECal calibration.

 

ECal module not found dialog box help

When this dialog appears, the ECal module is not connected or has not been recognized by the
network analyzer.

Retry  Check the USB connections and click to continue.

Notes:

If your ECal module is not detected, try to unplug, then reconnect to the USB.

When the ECal module is connected to the network analyzer for the first time, it may take approximately 30
seconds for the analyzer to recognize the module and make it available for calibration.

For best accuracy, allow the ECal module to warm-up until it indicates READY.

Keysight 8509x and N4431 ECal modules, when first connected, draw significantly more current than other
modules. This could cause the USB to stop working in certain situations. See USB limitations.

See Connect ECal Module to USB.

 

Select Module and Characterization dialog box help


